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phase extraction of the target
molecules. The column is packed
with relatively large particles
whose inner pore surfaces are
chemically modified with C18
groups. The outer particle surface
is coated with a polar polymer
layer which prevents proteins and
salts from entering the pores.
Online dilution of the samples
with buffer (and, if necessary, a
small volume of organic solvent)
before they are injected onto the
MAYI-ODS column, assures that
even compounds with a high
degree of protein binding are col-
lected and can be concentrated.
Interfering proteins are efficiently
removed. 

Via column-switching the ana-
lytes, which were concentrated
on the precolumn, can be eluted
onto the analytical column using
a binary gradient system, where
they are separated. A diagram of
the switching system is shown in
Figure 1.

An example of an analysis of sev-
eral betablockers and local anaes-
thetics is shown in Figure 2. 

When using the fast SIL-HT
autosampler, the total analysis
time of the entire process can be
reduced to less than 5 minutes.
This high-performance autosam-
pler features, in addition to an
injection speed of only 15 sec-
onds for a standard injection, a
special needle coating which min-
imised sample carry-over even for
strongly adsorbing compounds.

Figure 3 shows the long-term sta-
bility of the MAYI-ODS sample
preparation column. A compari-
son of the results from the first
analysis with the chromatograms
after 100, 200 and 300 runs on the
same column shows the excellent
reproducibility and stability of
the system. 

The wide application area of the
Co-Sense BA makes this an
attractive system for many types
of applications in clinical chem-
istry.

HPLC and LC/MS tech-
niques are used in many
application areas for the

analysis of pharmaceutical active
compounds in biological samples.
Mass spectrometric detectors are
steadily gaining importance based
on their high selectivity and sen-
sitivity. 

For the analysis of biological
samples it is, however, extremely
important to remove undesirable
contaminations such as proteins
and salts, from the matrix. A
careful and often complex sample
preparation procedure is there-
fore the most crucial aspect of a
sensitive and robust analysis.

Up to now, the common sample
preparation protocols for the
chromatographic analysis of bio-
logical samples (blood plasma,
serum or urine) described below,
could only be automated to a
limited extent, such as protein
precipitation with subsequent
solid-phase extraction of the
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The mass traces of the following compounds are shown:

1: Metoprolol m/z 268 · 2: Propranolol m/z 260 · 3: Lidocaine m/z 235 · 4: Dibucaine m/z 344

5: Bupivacaine m/z 289

Chromatographic conditions:

Sample preparation: 

injection volume: 10 µL

Column: Shim-pack MAYI-ODS

Mobile phase: 10 mM ammonium 

acetate/acetonitrile (95/5)

Flow rate: 3 mL/min at 45 °C

Analysis: 

Column: Shim-pack GVP-ODS

Gradient: ammonium acetate (A)/

acetonitrile (B) from 5 % B up to 90 %

B in 3 minutes, flow rate 0.8 mL/min

at 45 °C, split 1:3 (MS: waste), 

+ 4.5 kV ESI positive

supernatant. Sample preparation
is therefore a time consuming and
complex procedure and is often
subjected to numerous possible
sources of error. For an optimal
result, the sample should be
injected directly into an instru-
ment where sample preparation
and chromatographic analysis are
integrated in an online system.
Shimadzu’s Co-Sense BA system
now enables fully automated
analysis of biological samples.

The column is part 
of the integrated process

The heart of the system is a spe-
cial chromatographic column
(MAYI-ODS) for the extraction
of biological samples. A column
switching system combines sam-
ple preparation and chromato-
graphic analysis within an inte-
grated analytical process. 

The MAYI-ODS column is used
simultaneously for the removal of
macromolecules and for solid-

35 years of atomic absorption spectroscopy in Europe – this is
the occasion for Shimadzu to dig very deeply into their pocket.
Nine hot AAS packages have been assembled and are being
offered in various configurations, at a special festive price for
basic use, for routine applications as well as for high-end analysis.

And this is how these surprise packages look in detail:

Basic package
The AA-6200 for flame emission and atomic absorption 
is the basic unit of this package. Compact, easy to operate,
space-saving.
1. AA-6200 + 1 lamp package (2 hollow cathode lamps)
2. AA-6200 + 1 autosampler + 1 graphite furnace
3. AA-6200 + 1 lamp package (2 hollow cathode lamps) 

+ 1 autosampler + 1 graphite furnace

Medium package
The AA-6300 with double-beam optics offers fully automatic 
multi-element analysis in the flame and graphite furnace mode.
4. AA-6300 + 1 lamp package (6 hollow cathode lamps)
5. AA-6300 + 1 autosampler + 1 graphite furnace
6. AA-6300 + 1 lamp package (6 hollow cathode lamps) 

+ 1 autosampler + 1 graphite furnace

Medium package
The AA-6800 with fully automatic exchange of atomisation units
for the determination of up to 20 elements in one analysis
sequence. 
7. AA-6800 + 1 lamp package (8 hollow cathode lamps)
8. AA-6800 + 1 autosampler + 1 graphite furnace 
9. AA-6800 + 1 lamp package (8 hollow cathode lamps) 

+ 1 autosampler + 1 graphite furnace

All packages are prepared for the GFA-EX7/X7i graphite 
furnace and the ASC -6100 autosampler. This unique offer will
expire on April 30, 2004.

Further information or an individual offer is available via: 
www.shimadzu.de

Bonus
The first 35 applicants will receive a free CD of Händels 
‘Fireworks Suite’.

A good connection

Pricing fireworks 
for AAS systems

Integrated in an online system: sample prepara-
tion and HPLC-MS analysis of biological samples
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Figure 1: Flow diagram of the Co-Sense BA

Figure 3: SIM chromatogram after

100, 200 and 300 analyses.

1: Metoprolol

2: Propranolol

3: Lidocaine

4: Dibucaine

5: Bupivacaine

Injection volume: 50 µL

We will gladly send you further infor-

mation. Please note the appropriate 

number on your reader reply card.

Info 282

Figure 2: HPLC-MS analysis of rat serum, spiked with 5 active compounds (each 1 µg/L). The total analysis cycle including

extraction and gradient analysis takes 5 minutes
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Figure 1: Flow diagram of the Co-Sense BA

Figure 3: SIM chromatogram after

100, 200 and 300 analyses.
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Figure 2: HPLC-MS analysis of rat serum, spiked with 5 active compounds (each 1 µg/L). The total analysis cycle including

extraction and gradient analysis takes 5 minutes

SPECIAL OFFER


